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Abstract
Background: Measurement of the bending stiffness a healing fracture represents a valid variable
in the assessment of fracture healing. However, currently available methods typically have high
measurement errors, even for mild pin loosening. Furthermore, these methods cannot provide
actual values of bending stiffness, which precludes comparisons among individual fractures. Thus,
even today, little information is available with regards to the fracture healing pattern with respect
to actual values of bending stiffness. Our goals were, therefore: to develop a measurement device
that would allow accurate and sensitive measurement of bending stiffness, even in the presence of
mild pin loosening; to describe the course of healing in individual fractures; and help to evaluate
whether the individual pattern of bending stiffness can be predicted at an early stage of healing.
Methods: A new measurement device has been developed to precisely measure the bending
stiffness of the healing fracture by simulating four-point-bending. The system was calibrated on
aluminum models and intact tibiae. The influence of pin loosening on measurement error was
evaluated. The system was tested at weekly intervals in an animal experiment to determine the
actual bending stiffness of the fracture. Transverse fractures were created in the right tibia of
twelve sheep, and then stabilized with an external fixator. At ten weeks, bending stiffness of the
tibiae were determined in a four-point-bending test device to validate the in-vivo-measurement
data.
Results: In-vivo bending stiffness can be measured accurately and sensitive, even in the early phase
of callus healing. Up to a bending stiffness of 10 Nm/degree, measurement error was below 3.4%
for one pin loose, and below 29.3% for four pins loose, respectively. Measurement of stiffness data
over time revealed a significant logarithmic increase between the third and seventh weeks, whereby
the logarithmic rate of change among sheep was similar, but started from different levels.
Comparative measurements showed that early individual changes between the third and fourth
weeks can be used as a predictor of bending stiffness at seven weeks (r = 0.928) and at ten weeks
(r = 0.710).
Conclusion: Bending stiffness can be measured precisely, with less error in the case of pin
loosening. Prediction of the future healing course of the individual fracture can be assessed by
changes from the third to the fourth week, with differences in stiffness levels. Therefore, the initial
status of the fracture seems to have a high impact on the individual healing course.
Published: 28 March 2003
BioMedical Engineering OnLine 2003, 2:8
Received: 11 November 2002
Accepted: 28 March 2003
This article is available from: http://www.biomedical-engineering-online.com/content/2/1/8
© 2003 Hente et al; licensee BioMed Central Ltd. This is an Open Access article: verbatim copying and redistribution of this article are permitted in all 
media for any purpose, provided this notice is preserved along with the article's original URL.BioMedical Engineering OnLine 2003, 2 http://www.biomedical-engineering-online.com/content/2/1/8
Page 2 of 16
(page number not for citation purposes)
Background
Treatment of open, complex fractures with severe soft tis-
sue injury or infection is a generally accepted indication
for the use of external fixation. However, one of the main
complications, typically unexpected, is the development
of a delayed union. Conventional radiographs often do
not allow early assessment or prediction of this complica-
tion, since conclusive information regarding callus matu-
ration may be difficult to obtain [1,2]. Furthermore,
radiological assessment from plain radiographs often is
insufficient to accurately predict the strength of a healing
fracture, even under experimental conditions [3–6]. The
need for reliable methods to assess the stage and progress
of healing is evident. Experimental and clinical evalua-
tions of direct, indirect, invasive and non-invasive me-
chanical measurements of the healing fracture have been
published [7–19].
In all of these studies, a mechanical measurement of frac-
ture stiffness was performed using a load at the fracture
site while simultaneously measuring displacement of the
bone fragments across the fracture. Changes over time in
the relationship of measured load to displacement served
as an indicator for fracture healing. One of the first au-
thors describing a method to measure bending stiffness of
the healing fracture was Jernberger in 1970 [13]. He in-
serted pins into the tibia and performed measurements in
three-point-bending. The measurements obtained were
accurate, but the invasive procedure of inserting pins
through intact skin onto the bone for every measurement
is not a method of choice, due to the risk of infection and
patient discomfort. Churches et al. [20] and Kenwright et
al. [16] developed a systematic approach to external fixa-
tor biomechanics. They calculated the structural proper-
ties of their external fixator and used these data to
calibrate the individual external fixator of the patient. Two
types of tests were applied: measurement of axial stiffness
and measurement of bending stiffness. Measurement of
bending stiffness was performed by raising the leg straight
with the patient in a sitting position [20] or by loading the
limb manually while measuring the resulting loads at the
heel [21–23].
When the axial stiffness of the fracture reached 1000 N/
mm2 or the bending stiffness reached 15 Nm/degree, the
external fixator was removed. Using these values as the
threshold to remove the external fixator in clinical studies,
no refracture or loss of reduction was reported [16,17,24].
Based on the results of these measurements, the authors
stated that bending stiffness rather than axial stiffness best
represents the state of the healing fracture. However,
measurement of bending stiffness over the external fixator
is limited in case of pin loosening, which can be assumed
to be of higher incidence with a longer healing time. The
error in measurement has been reported to be 20% if one
pin and 50% if two pins became loose [25]. Additionally,
positional set-up measurement errors have been found to
be up to 22% in a test probe having a bending stiffness of
10 Nm/degree [26]. Therefore, pin loosening remains the
most limiting factor in measurement of the fracture
stiffness.
Little information is known about the influence of the ear-
ly development of bending stiffness on the later stage of
healing. In previous investigations, different courses of
the individual progress of fracture healing have been de-
scribed [23,27]. However, the idea that early changes in
stiffness, if measured accurately, can be used to predict
which fracture will heal normally and which will experi-
ence delayed union has not been experimentally
confirmed.
The objective of our study was to improve the measure-
ment of bending stiffness with special regard to changes in
the early healing phase. Furthermore, a comparison
among the individual fracture healing courses was made
to test if early changes of the bending stiffness can be used
to determine the success of healing at a later stage.
Methods
Animal experiment
All experiments reported here were authorized and regis-
tered as number GR 26/19 83 (in accordance with Swiss
federal law on animal experiments) and have been ap-
proved by the Davos animal care committee.
Studies were carried out on 12 adult mature sheep (over 6
years of age). Under general anesthesia with fluothane
(Halothane®) and using sterile surgical techniques, the
midshaft of each tibia was exposed. A thin saw cut of a 3
mm depth was applied midshaft to weaken the bone and
to avoid complex fracture. A transverse fracture was then
created midshaft using a C-shaped instrument applying
three-point bending. The anterior aspect of the bone was
put under tension to create a 3 mm wide defect. A unilat-
eral fixator based on a standard AO tubular fixator (Syn-
thes AG, Switzerland) with four half-threaded 4.5 mm
pins was applied – two screws on each side of the fracture.
The fixator was mounted with equidistant pins (40 mm)
on the anterior aspect of the tibia. At the animal facility,
the sheep were protected against overloading the fracture
by a loosely adapted harness in which they could lay
down to rest or sleep. With this system, during standing
no external support was provided, but high torsional forc-
es were prevented while standing up and laying down.
The sheep were sacrificed at 10 weeks post surgery with an
intravenous injection of sodium pentobarbital (Vetana-
col®). Their hind limbs were disarticulated at the knee,
and carefully dissected free of muscle and fibrous tissue
without damage to the callus. The ends of each bone wereBioMedical Engineering OnLine 2003, 2 http://www.biomedical-engineering-online.com/content/2/1/8
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embedded in blocks of methylmethacrylate, which cov-
ered the four pin holes in order to prevent stress concen-
tration during biomechanical testing. The central portion
of the diaphysis, including the fracture side, was wrapped
with towels soaked in Ringers solution to prevent drying
while the methylmethacrylate polymerized. After embed-
ding, the specimens were frozen at -20°C until mechani-
cal testing.
Measurement device and measurement of in-vivo bending 
stiffness
In a former experimental study [28], we used a prototype
of the measurement device in an animal model. The cus-
tom-made instrument for measuring the bending stiffness
consisted of a U-frame that could be attached to the exter-
nal fixator pins (Fig. 1). On both sides of the fracture, a
rigid reversed U-profile was mounted on the two pins of
each fragment. The clamps of the instrument were fas-
tened to the pins, similar to a unilateral fixator. At the low-
er part of the U-frame, the junction bars of the instrument
were connected to each other by two flexible blades, in-
strumented by strain gauges and functioning as angular
displacement transducers (Fig. 1). The height of the in-
strument was positioned so that the central axis of the
bone was in one plane with both goniometric blades (Fig.
2). To achieve this position, a postoperative radiograph
was taken with the center beam exactly at the center of the
gap, perpendicular to the plane of the external fixator. The
distance from the outer surface of the proximal inner fix-
ation clamp of the external fixator to the central axis of the
bone was subtracted from the height of the measurement
device. For each animal, a spacer of this distance was fab-
ricated and slipped over the inner proximal pin to assure
reproducible positioning of the measurement device.
At the upper part of the measuring instrument, between
the two clamps, a tension device containing a load cell al-
lowed the application of a force approximating or separat-
ing the clamps of the device, while measuring resulting
load. The two longitudinal goniometric blades were con-
nected in parallel to a bridge amplifier. During measure-
ment, load and deformation was simultaneously recorded
on an x-y plotter.
Once the measuring instrument had been mounted on
the pins, the longitudinal bar of the external fixator was
removed and the bone fragments were hold exclusively by
the measurement device without loss of reduction. Al-
though the measuring device was flexible in bending
along the axis perpendicular to the external fixator pins, it
was still stiff enough to maintain the reduction.
Using the tension device, a small load, up to approximate-
ly +/- 10 N, was carefully applied to prevent breakage of
the new formed interfragmentary tissue. Angulation of the
bone fragments due to loading was below 0.5 degrees.
Tension and compression versus angular deformation of
the longitudinal bars was measured and served as an indi-
cator of healing (Fig. 3). At each measurement, the longi-
tudinal bar of the external fixator was remounted and the
measurement device removed.
Calibration of measurement device
The measurement device was calibrated using aluminum
bone models, simulating different fracture bending stiff
nesses and different degrees of pin loosening. The alumi-
num model consisted of two aluminum tubes with diam-
eter of 25 mm and a wall thickness of 5 mm. On one side,
the tubes were connected by modules of either hard rub-
ber or aluminum, representing different bending stiffness.
In each aluminum tube, external fixator pins could be in-
serted in the same geometrical configuration as the exper-
imental setup. All of the interconnecting modules were
tested in four point bending [29] revealing a bending stiff-
ness of 1.2, 9.1, 22.3 and 30.4 Nm/degree, respectively.
Afterwards, the measurement device was mounted on the
aluminum model using each interconnecting module sep-
arately. Then, apparent stiffness or load/deflection ratio
(N/microstrain) was measured in the same way as de-
scribed above. For every series of measurement datum, a
best curve fit using the formula: y = a + b*ln(x+c) was
Figure 1
In-vivo-measurement device of bending stiffness. The 
design of this instrument allows for both the application of an 
almost pure bending force to the fracture and the simultane-
ous assessment of the force versus angular displacement 
relationship with a very small amount of angular displace-
ment. The device is applied to the external fixator pins and 
the longitudinal rod is removed.BioMedical Engineering OnLine 2003, 2 http://www.biomedical-engineering-online.com/content/2/1/8
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calculated to serve as the calibration function. This func-
tion allowed calculation of the bending stiffness (Nm/de-
gree) from the obtained apparent stiffness (N/
microstrain).
To test the effect of pin loosening, the aluminum tubes
were selectively replaced with tubes where the holes of the
near cortex were drilled 1 mm larger than that of the pin
diameter. This created a model of mild (one loose pin)
and the most severe situation of pin loosening (all four
pins loose). With each model, identical calibration meas-
urements with each interconnected module were taken,
and the resulting load/deflection ratio (N/microstrain) re-
corded (Fig. 4).
To test the reliability of the aluminum calibration model
in relation to the in-vivo bone model and to determine
corresponding accuracy, testing of the measurement de-
vice was carried out on seven intact tibiae. The external fix-
ator was applied in an identical geometrical configuration
as during the operative procedure. Measurements were
made of apparent bending stiffness in the in-vivo-meas-
urement device and measurement of bending stiffness in
four point bending (Fig. 4, green points). Each value of
apparent bending stiffness was calculated by the fitted cal-
ibration curve and the values of bending stiffness (Nm/
degree) were obtained. The differences between these cal-
culated values and the values obtained from the four
point bending test were determined and served as an
assessment of the accuracy of the calibration model in
Figure 2
Principle drawing of the bending stiffness measurement device. The measurement device is adjusted to the external 
fixator, aligning the longitudinal rod of the device with the neutral axis of the bone, and the strain gauges (rotational center) 
positioned at the fracture site. The longitudinal rod of the external fixator is then removed. When applying compressive or dis-
tractive forces between the clamps on each side, the measurement device bends through the center of the fracture, producing 
a four-point-bending moment between the inner pins. The angular deflection is measured by means of strain gauges.
F
load cell
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relation to the in-vivo-model (Fig. 4, green points and Ta-
ble 1).
Ex vivo bending of tibiae
The deep frozen tibiae were thawed at room temperature
and kept wet using towels soaked in Ringers solution dur-
ing the whole test period. The embedded ends of the tibi-
ae were inserted into the measurement frame and a non-
destructive four-point bending test was performed [29].
The tibiae were loaded at a displacement rate of 10 de-
grees/minute up to a maximum bending moment of 2
Nm. Each specimen was tested in anterior and posterior
orientation, reproducing the bending axis of the in-vivo-
measurement device. Angular deformation was measured
by a goniometer [29] directly across the fracture line. To
minimize viscoelastic behaviour, the specimens were first
loaded with two precycles. For each test orientation, bend-
ing stiffness was determined from the slope within the lin-
ear part of the load-displacement-curve. The mean value
of both measurements served as the value of bending
stiffness.
Manual assessment of pin loosening
At explantation of the tibiae, the longitudinal bar of the
fixator was removed. Pin loosening was assessed manual-
ly while repeatedly bending the pins in opposite direc-
tions. If only a slight displacement of the pins inside the
wholes was felt, it was graded as pin loosening.
Statistical analysis
To obtain calibration curves between apparent and actual
bending stiffness, a non-linear regression model was used
to find the coefficients of the independent variables that
gave the best least-mean-square. To test for an exponential
increase in fracture stiffness, linearity of the logarithmic
representation of the stiffness data over time was analyzed
with a linear regression analysis with a linear fit model us-
ing a least squares regression method. The same test was
performed to test for predictive values based on the chang-
es in bending stiffness during the first weeks after surgery,
in relation to the measured bending stiffness at the sev-
enth and tenth weeks. All these data passed a normality
test. The level of significance was set at p < 0.05. All statis-
tical analyses were performed with SPSS – Software (SPSS,
SPSS Inc., Chicago, USA).
Results
Clinical observation and pin loosening
Two weeks after surgery, all of the sheep exhibited partial
weight bearing on the operated leg. In two sheep, there
was obvious early loosening of the most proximal pin at
6 weeks (Sheep #2 and # 9). In both of these sheep, pin
loosening occurred not only on the near cortex but also
on the far cortex, resulting in failure of the mechanical
measurements. In seven other sheep, at 8 or 9 weeks,
measurement of apparent bending stiffness suddenly and
unexpectedly decreased markedly, indicating gross pin
loosening (Table 2). At 9 weeks, valid in-vivo-measure-
ments could only be obtained from three sheep.
The manual evaluation of pin loosening at explantation
of the tibiae showed a loosening of 36 out of a total of 48
pins. In all sheep, the most proximal pin was clearly loose.
The number of loose pins decreases from the most proxi-
mal to the most distal pins (12, 9, 8 and 7 loose pins,
respectively).
Calibration
As expected, the apparent stiffness recorded from the in-
vivo-measurement device (N/microstrain) is not linearly
proportional to the actual bending stiffness (Nm/degree).
Hence, when fracture stiffness increases, measurements of
the same amount of change in the apparent bending stiff-
ness (N/microstrain) represent a higher change in actual
bending stiffness (Fig. 4). Subsequently, to obtain the ac-
tual bending stiffness in, the value of the apparent bend-
ing stiffness has to be calculated by means of the fitted
calibration curve. With no pins loose, the fitted calibra-
tion curve was found to be a function of:
y = -5.446+4.037*ln(x+5.967) (p < 0.001, multi r2  =
0.999)
Figure 3
Example of raw measurement of bending stiffness. 
Changes in load (x-axis) versus angular deformation of the 
measurement device (y-axis) represent "apparent" bending 
stiffness (N/microstrain). On the left side, bending stiffness of 
the fracture is low; on the right side, bending stiffness is high.
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In case of one pin loose, calibration measurement re-
vealed lower values in the apparent bending stiffness (Fig.
4, dotted line). The fitted curve was found to be:
y = -3.211 + 3.319*ln(x+4.449) (p < 0.001, multi r2 =
0.999).
In comparison to the values with no pins loose, the data
were practically superimposed on the calibration curve up
to a bending stiffness of 10 Nm/degree. With all four pins
loose, measurement values of apparent bending became
even lower (Fig. 4, thin solid line). The curve fit was:
y = -0.995+2.285*ln(x+3.311) (p < 0.01, multi r2  =
0.998).
Generally, in case of pin loosening, the apparent meas-
ured values are lower with increasing bending stiffness of
the fracture. Analysis of the measurement error calculated
from the fitted curves was found to be in the range of 0 to
16.5% for one pin loose (Fig. 5) and the range of 0 to
51.4% for four pins loose (Fig. 6. In the range of lower val-
ues of bending stiffness, representing the early phase of
healing up to 10 Nm/degree, measurement error was be-
low 3.4% for one pin loose and below 29.3% for four pins
loose.
The accuracy of the aluminum calibration model with re-
spect to the bone-fixator composite revealed rather lower
values of bending stiffness if measurement was performed
on the intact tibiae (Fig. 4, green points). The mean error
of measurement between the calibration model and intact
bone was 5.4% ± 6.2 (Table 1).
Figure 4
Calibration of the in-vivo-measurement device on aluminum model and intact tibiae. Calibration curve of the 
measurement device obtained from values measured on aluminum bars with interconnected modules of varying stiffness (solid 
line). The change in measurement (apparent stiffness, y-axis) on the effect of pin osteolysis was determined (!: All the pins are 
firmly fixed, Ќ: one pin loose, : four pins loose). For bending stiffness up to 10 Nm/degree, the measurement error remains 
acceptably small, even under the worst condition of all pins loose. Validation of the calibration model was tested on intact tib-
iae (green ❍ ). The calculated bending stiffness tends to be smaller than the actual bending stiffness (mean value 5.4%, SD ± 6.2).
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In-vivo bending stiffness measurement
Weekly in-vivo-measurement of bending stiffness in all
sheep showed an increase in bending stiffness from the
second week onwards (Fig. 7). The increase in bending
stiffness at the third week varied among individual sheep
(Table 2). Each sheep had its own characteristic curve, rep-
resenting its individual healing pathway. In none of the
sheep could any interference of this healing course with
respect to mechanical changes be observed. All curves
showed a continual increase in bending stiffness up to the
tenth week. At the end of the observation time, the differ-
ence in actual bending stiffness was large, ranging from
13.3 Nm/degree up to 43.1 Nm/degree. Logarithmic
transformation of the stiffness data showed a linear in-
crease of fracture stiffness between the third and the sev-
enth weeks, whereas data values at the second week did
not yet give predictive information on the course of heal-
ing (Fig. 8). Testing of the logarithmically transformed
linearity data (linear regression test) showed a high
correlation coefficient for all sheep (mean ± standard de-
viation: r = 0.950 ± 0.037, Table 3). Therefore, the as-
sumption of logarithmic stiffness increase can be
confirmed. The healing rates shown by the fitted lines of
the transformed data were tested by using the gradient of
the best fit lines in relation to the measured stiffness at 7
and 10 weeks, but did not show a significant linear rela-
tionship (Table 4). The slope of the fitted line of the trans-
formed data can therefore not be assumed to be an early
indicator for healing. The slopes of the transformed data
between the third and the seventh weeks rather tend to be
Table 1: Validation of calibration model on intact tibiae
Number of intact tibia Apparent Stiffness [N/
microstrain]
Bending stiffness from 4-p-b 
[Nm/°]
Calculated bending stiffness 
[Nm/°]
Error of measurement [%]
#1 8.56 28.57 26.23 8.2
#2 8.95 32.59 29.71 8.8
#3 9.36 32.96 33.80 -2.5
#4 9.53 34.56 35.64 -2.8
#5 9.33 34.66 33.49 3.4
#6 9.30 37.67 33.17 11.9
#7 9.47 39.22 34.98 10.8
Mean value ± SD 5.4 ± 6.2
Validation of the aluminum calibration model on intact tibiae. Apparent stiffness was measured with the measurement device and actual bending 
stiffness was calculated. Comparison between the calculated values in relation to the measured actual bending stiffness obtained from four-point-
bending gives the error of measurement. There is a tendency to lower values of bending stiffness if measured with the measurement device.
Table 2: Bending stiffness for all sheep [Nm/degree]
Weeks p.o.
Sheep 
Number
23456789 1 0  ( 4 - p - b ) i n t a c t  s i d e
1 -0.26 -0.11 0.52 0.90 2.83 7.35 14.34 -- 26.70 33.0
2 -0.26 0.26 3.05 11.40 -- -- -- -- 41.40 39.1
3 -0.05 0.18 1.22 5.19 15.72 25.50 -- -- 41.00 34.6
4 0.04 0.20 0.69 1.99 4.50 5.51 15.45 17.12 20.10 32.5
5 0.01 0.12 0.96 3.63 9.96 17.00 22.76 -- 35.80 40.6
6 -0.42 -0.30 -0.14 0.09 0.89 0.96 -- -- 13.30 25.8
7 -0.07 0.19 1.00 3.19 8.35 16.41 23.76 -- 27.80 33.5
8 -0.06 0.00 0.60 2.34 9.34 15.85 17.00 25.39 25.50 27.1
9 0.07 0.55 5.59 18.63 -- -- -- -- 43.10 48.0
10 -0.20 -0.12 0.27 0.70 2.43 5.18 10.22 15.85 25.20 34.6
11 -0.41 0.16 0.40 2.45 3.80 5.40 -- -- 24.60 28.5
12 -0.34 0.09 0.51 1.92 4.72 7.03 10.48 -- 32.50 37.7
Sequential values of bending stiffness for all sheep. Missing values represent pin loosening with failure of the measurement device. Values at ten 
weeks were measured in the four-point-bending test machine (4-p-b). Bending stiffness of the contralateral intact side was measured in the identical 
plane.BioMedical Engineering OnLine 2003, 2 http://www.biomedical-engineering-online.com/content/2/1/8
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parallel and converge after the sixth week (Fig. 8). Howev-
er, the intercept of the fitted line of the logarithmic data
reveals a significant predictive value of future bending
stiffness (Tab. 4). In conclusion, the rate of healing in the
logarithmic data representation among individual sheep,
was similar, but started at different levels from the third
week on.
Linear regression analysis between early changes in bend-
ing stiffness and its prediction on the progress of healing
revealed significant dependencies (Fig. 9, Fig 10 and Table
4). The highest significant correlation was found in the
change of bending stiffness between the third and fourth
weeks, and fracture stiffness at the seventh week (r= 0.93,
p < 0.001, Fig 9). Still, a strong correlation was found
when predicting stiffness at the tenth week (r = 0.71, p =
0.01, Fig. 10). Other dependencies were found to be of
lower correlation, as summarized in Table 4.
Discussion
In a fracture stabilized by external fixation, axial and
bending stiffness can be measured by attaching measure-
ment devices to the external fixator pins or longitudinal
bars. However, in measurement of axial stiffness, there are
three main limitations. First, the measured axial force
recorded from the force plate is not necessarily the effec-
tive axial vector of the force, and therefore can result in
measurement errors. Second, pin osteolysis has a severe
influence on the measured value of stiffness, erroneously
indicating a higher stiffness [20] and can be difficult to de-
tect. Third, if the fragment ends are in contact,
Figure 5
Calculated measurement error in case of one pin loose. The calculated absolute and relative measurement errors 
obtained from the aluminum calibration model increases with higher bending stiffness. If actual bending stiffness is below 10 
Nm/degree, the measurement error is below 3.4%. The observed non-continuous increase of measurement error in the lower 
part of the curve is related to small variations of the calculated curve-fit model, and not to systemic changes.
bending stiffness [Nm/degree]
01 0 2 0 3 0 4 0
c
a
l
c
u
l
a
t
e
d
 
m
e
a
s
u
r
e
m
e
n
t
 
e
r
r
o
r
0
2
4
6
8
10
12
14
16
18
absolute error [Nm/degree]
relative error [%]
1 pin looseBioMedical Engineering OnLine 2003, 2 http://www.biomedical-engineering-online.com/content/2/1/8
Page 9 of 16
(page number not for citation purposes)
measurement of axial stiffness is impossible, due to dy-
namic load transfer through the connected bone ends,
which leads to erroneous higher fracture stiffness values.
By way of contrast, the assessment of bending stiffness is
insensitive to bone contact and has been found clinically
to be best suited to the assessment of fracture healing
[27,30]. Available methods to determine bending stiffness
use either a straight-leg raise test or a bending test support-
ing the heel. Due to the indirect application of load, the
resulting bending moment at the fracture site often only is
an approximation, and can often only be used as a consec-
utive measurement for each patient.
As opposed to these methods, our custom-made measur-
ing device produces a direct bending moment on the bone
fragments, thus simulating a four-point-bending test with
a constant bending moment created between both inner-
most pins. During measurements, the pins are loaded
mainly in an axial direction, transferring the load directly
to the bone fragments. The bending deformation applied
is minimal, with no obvious danger of destroying the
newly formed interfragmentary tissue.
To obtain values of bending stiffness in Nm/degree and to
get comparable results among individual fracture, calibra-
tion of measurement systems on modules with known
bending stiffness is required. As in other systems [16,20].
the calibration curve of our system showed that there is a
non-linear relationship between applied load and meas-
ured bending stiffness. This finding is not surprising, due
to the inherent bending stiffness of the measuring device
and the increasing deformation of the pins with higher
fracture stiffness. This instrument measures not only the
callus stiffness, but also the compound stiffness of the cal-
lus+construct. A linear increase in fracture stiffness leads
Figure 6
Calculated measurement error in case of four pins loose. Measurement errors in case of four pins loose. Below 10 
Nm/degree, the error remains below 29.3%.
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to a non-linear response in the strain/deformation rela-
tionship. Since the fracture stiffness is low, a small in-
crease of stiffness results in a large change in the calculated
stiffness factor. Therefore, without calibration, measure-
ments represent a predicted increase in stiffness that may
not actually exist. Finally, the bending stiffness of the in-
terconnecting bars was reduced to enhance the sensitivity
of the device. However, we purposely did not try to mini-
mize the inherent bending stiffness of the instrument be-
cause it had to maintain the reduction and the fixation
during the measurement.
Testing the validity of the calibration on intact sheep tibi-
ae revealed a rather lower calculated bending stiffness,
5.4% ± 6.2 (mean +/- SD). However, calculation of the
error was deliberately done on intact tibiae, representing
a high value of bending stiffness. As a result, it can be
assumed that the error of measurement below these
stiffness values is even smaller, and the accuracy of the sys-
tem is highly acceptable [31].
In previously described measurement devices, it was
found that pin loosening may result in a large
Figure 7
Sequential stiffness measurement. Increase of callus bending stiffness versus healing time of all sheep. From the third 
week on, fracture stiffness is obviously increasing. All stiffness values at ten weeks were obtained from four-point-bending tests 
in a material testing machine. Note that the curves of the in-vivo-measurements closely correspond to the more accurate ex 
vivo measurements obtained from the 4-point-bending test. In those sheep where progressive pin loosening was evident, the 
data points were omitted.
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measurement error. For example, [25], showed an error of
20% for one pin and 50% for two pins loose. Compared
to this, our device showed smaller errors, below 16.5% of
the stiffness value for one pin loose, and 51.4% for all four
pins loose. In the range of lower actual bending stiffness
of up to 10 Nm/degree, a value which can be assumed to
be the healing threshold of a sheep tibia, the error of
measurement was much smaller, showing errors of 3.4%
and 29.3% in case of one or four pins loose, respectively.
Other investigations, calculating the errors on probes with
equal bending stiffness of 10 Nm/degree, found errors of
22% for intentional errors and additional general errors of
20% [26].
The lower error of our device, in comparison to the con-
ventional method, can be explained on the basis that
loading simulates four-point-bending exerts a force
mainly along the screw axis, and rather less bending force
perpendicular to this axis. If the pins loosen completely, it
is obvious that either measurement device will fail.
Figure 8
Logarithmic presentation of actual bending stiffness over time. Logarithmic presentation of the bending stiffness of all 
sheep showed a linear increase between the third and the seventh week, converging to the tenth week. The curves showed 
rather similar slopes, but started at different levels at the third week.
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For the conventional method of measurement, which as-
sesses the amount of stress passing through the external
fixator, it might appear that the fracture stiffness had
increased. This would be an erroneous interpretation, due
to the fact that pin loosening had occurred, with a
consequent increased load transfer through the bone and
the callus. However, in our measurement device, pin loos-
ening can be detected by an unexpected decrease of bend-
ing stiffness. This condition was identified in 7 out of the
12 sheep used in our experiments. In a majority of the
sheep this phenomenon was seen from the eighth week
on. The ex-vivo four-point bending stiffness test revealed
that the in-vivo measurements were valid, because the
post mortem stiffness values fell on the expected curve of
the healing pattern.
The serious problem of pin loosening was also confirmed,
36 out of 48 pins showed a clear sign of loosening. Pin
loosening rates reported in the literature of, 40 % [32] and
42% [33], are considerably less than the 75% in our work.
Table 3: Statistical data of logarithmic transformed bending stiffness data
Sheep Intercept a from
best fit line
a + b*x
Gradient b from
best fit line
a + b*x
rr 2 tp
SH01 -1,28 0.291 0.989 0.977 16.097 < 0.001
SH02 -0.85 0.274 0.899 0.808 3.552 0.038
SH03 -0.84 0.283 0.942 0.887 6.263 0.002
SH04 -0.79 0.227 0.983 0.967 13.176 < 0.001
SH05 -0.86 0.271 0.966 0.934 9.217 < 0.001
SH06 -2.16 0.346 0.955 0.912 7.194 < 0.001
SH07 -0.86 0.265 0.963 0.928 8.771 < 0.001
SH08 -0.95 0.269 0.954 0.910 7.777 < 0.001
SH09 -0.44 0.232 0.876 0.768 3.151 0.051*
SH10 -1.24 0.274 0.995 0.990 24.049 < 0.001
SH11 -1.54 0.326 0.910 0.829 4.918 0.004
SH12 -1.28 0.297 0.974 0.949 10.533 < 0.001
Mean +/- SD 0.950 ± 0.04 0.905 ± 0.07
* not significant. A linear regression analysis of the logarithmic transformed bending stiffness data versus time. Statistical data are represented in the 
above table. In all but one sheep, the transformed data showed a high degree of linearity, confirming the logarithmic increase of bending stiffness 
over time.
Table 4: Predictive values of bending stiffness
Changes in actual bending stiffness between weeks Coefficients of linear regression 
analysis of logarithmic data
Target weeks Parameters 2 to 3 3 to 4 4 to 5 2 to 4 Intercept Slope
10 r 0.473 0.710 0.765 0.721 0.718 0.419
r2 0.504 0.585 0.519 0.515
t n.s. 3.189 3.752 3.287 3.260 n.s.
p 0.010 0.004 0.008 0.009
7 r 0.131 0.928 0.873 0.826 0.702 0.364
r2 0.862 0.763 0.682 0.492
t 7.058 5.073 4.140 2.785
p n.s. < 0.001 < 0.001 0.003 0.024
Statistical data obtained from linear regression analysis. Future development of bending stiffness can be estimated from the third week on. The best 
predictive value at the seventh week is obtained from the change in bending stiffness between the third and the fourth week. Prediction of stiffness 
at the tenth week can best be estimated from change in fracture stiffness between the fourth and fifth weeks. Linear regression analysis of logarith-
mic transformed stiffness data versus time revealed that predictive values can be obtained from the intercept of the fitted line rather than from the 
slope.BioMedical Engineering OnLine 2003, 2 http://www.biomedical-engineering-online.com/content/2/1/8
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We explain this difference on our careful observation that
detected small signs of loosening on the near cortex,
which we judged to be due to pin loosening.
However, the question arises of for how long should
bending stiffness be measured in order to have sufficient
evidence to assess fracture healing? During the first weeks
after operation, pin loosening can assumed to be a minor
problem. Different investigators were able to show that in
tibial fractures a bending stiffness of 15 Nm/degree is suf-
ficient to permit removal of the external fixator [17,34].
No fracture reaching this value showed a refracture or
malalignment. Therefore, 15 Nm/degree is judged to be
the value at which the fracture has healed. Assuming an
intact human tibia to have a bending stiffness of 60 to 100
Nm/degree ([13] and own unpublished measurements),
15 Nm/degree represents 15 to 25% of the value of the
intact tibia. In sheep tibia, the 25% value corresponds to
a bending stiffness of 10 Nm/degree, which is reached af-
ter six to eight weeks in our experiment. Pin loosening in
our experiment obviously started after the eighth week,
when most of the sheep showed a bending stiffness of
more than 10 Nm/degree. Therefore, up to this value, the
measurement error was below 3.4% and 29.3% for one
Figure 9
Predictive values of bending stiffness at 7 weeks. Individual changes of bending stiffness between the third and fourth 
weeks have a very strong correlation with the measured value of bending stiffness at seven weeks. Two sheep showing early 
pin loosening were excluded due to missing values at the seventh week.
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and all four pins loose, respectively. Consequently, meas-
urements in the first seven weeks of the experiment can
assumed to be reliable. In the later phase of healing, when
pin loosening was obvious, a correction of the apparent
stiffness values could be made by the calibration curves.
However, the number of slightly loose pins of the
individual sheep that may have influenced the measured
value is not known. Therefore, a correction of the appar-
ent stiffness value has not been done.
Each sheep showed an individual healing pathway with
respect to bending stiffness versus time. In all sheep,
bending stiffness was low up to the fourth week, giving
the impression that not much healing occurs up to this
time. Thus, prediction of good results based on an early
increase in fracture stiffness obviously can not be made.
However, analysis of the logarithmic increase of actual
bending stiffness has been shown to be significant. These
data showed a linear increase of actual bending stiffness
between the third and seventh weeks (Fig. 8). Interesting-
ly, expected differences in the slopes of the individual
logarithmic stiffness data were not found. Instead, there
were significant differences found in the third week initial
stiffness values (Fig. 8 and Table 3). From our experimen-
tal data, no obvious predictive value of future bending
stiffness could be made at two weeks, but calculations
Figure 10
Predictive values of bending stiffness at 10 weeks. At 10 weeks the correlation of the predictive value is lower com-
pared to the seventh week but still revealed a strong correlation. Notice the logarithmic scale of the x-axis.
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based on the differences between individual sheep from
the third and fourth weeks showed a very strong
correlation (r = 0.928, p < 0.001) with regard to the stiff-
ness that was found at the seventh week. Still, there was a
strong correlation found, with the changes between the
fourth and fifth weeks, predicting stiffness at the tenth
week (r = 0.765, p = 0.004). These findings allow us to
conclude that the initial biomechanical and biological
conditions at the fracture site essentially influence the in-
dividual healing path, as has been alluded to in previous
investigations [23,27]. We found that prediction of the
healing path can be made between the third and fourth
weeks, a phase in which the actual bending stiffness is still
low (< 3 Nm/degree).
Conclusion
Actual bending stiffness can be measured in-vivo without
loss of reduction and interference with fracture healing.
With our measurement device, errors due to pin loosening
remains small, especially in the interval up to 10 Nm/de-
gree, representing 25% of the intact tibia. The measuring
device provides a sensitive method of measuring actual
bending stiffness, even in the early phases of callus heal-
ing. Bending stiffness showed a logarithmic increase over
time. However, in logarithmic representation, the slope of
the bending stiffness is similar among individual sheep,
but started at different levels from the third week on. Early
changes in bending stiffness showed a significantly strong
correlation with the measured stiffness value at seven and
ten weeks, and can therefore be used as a highly predictive
value.
Clinical relevance
Measurement of absolute values of bending stiffness (not
only relative increase between measurement intervals) of
the healing fracture is possible. Measurements taken at
weekly intervals can very early predict the possible occur-
rence of a delayed union or pseudarthrosis, thus initiating
the appropriate corrective treatment, i.e., bone graft or
secondary conversion to, e.g., intramedullary nailing.
It is important to predict bone healing or its absence early:
On the one hand, it seems possible to establish if there is
a risk of delayed union, before it actually occurs. On the
other hand, when the callus reaches its plateau value with
a rapid increase in stiffness, it should be possible to rec-
ommend fixator removal before pin loosening leads to in-
fection. This measuring technique is therefore not only of
scientific interest, but also of considerable benefit to the
patient.
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